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Precisely Repeatable Rotary Mechanism 



The problem: 

Precise instrumentation such as a star tracker re- 
quires accurate and repeatable positioning within two 
seconds of arc. 

The solution: 

A rotatable, precision-finished lead screw and a 
fitted mating nut member are used to produce a linear 
translatory motion. This motion is transformed to a 
rotary movement of a pivotally platform member; the 
transformation is achieved by coupling the nut mem- 
ber and the platform member through a pair of 
opposed, taut, flex bands. 

How it’s done: 

The rotary mechanism shown in Figures 1 and 2 
comprises a precision ground lead screw which is 
journaled at its ends in the two supports. The precision 
ground and lapped nut member, mounted on the 


screw, has the capability of translatory movement 
along the axis of the screw when the latter is turned. 
The platform member which serves as the support for 
that portion of the instrument whose position is to be 
shifted angularly, is mounted for rotation in a hori- 
zontal plane about the vertical axis. The platform 
member and the nut member are coupled together by 
two flex bands which are made from a resilient material 
such as phosphor bronze. With the bands drawn taut, 
it is apparent that as the lead screw is rotated to 
translate the nut member, the platform member will 
be drawn about its pivot without any lost motion or 
play. Since the nut member is accurately fitted to the 
lead screw, and since precision ground lead screws 
have a minimum of lead error, the uniform linear 
translation produced by rotation of the lead screw will 
result in a uniform angular rotation of the platform 
member. 

(continued overleaf) 


This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 


Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 




Note: 

No additional documentation is available. Specific 
questions, however, may be directed to: 

Technology Utilization Officer 
NASA Pasadena Office 
Pasadena, California 91103 
Reference: B69- 10696 


Patent status: 

This invention is owned by NASA, and a patent ap- 
plication has been filed. Royalty-free, nonexclusive 
licenses for its commercial use will be granted by 
NASA. Inquiries concerning license rights should be 
made to NASA, Code GP, Washington, D.C. 20546. 

Source: Kenneth G. Johnson of 
Caltech/JPL 
under contract to 
NASA Pasadena Office 
(NPO- 10679) 
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